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Purpose: Current radiotherapy is progressing to the concept of adaptive radiotherapy, which im-
plies the adaptation of planning along the treatment course. Nonrigid registration is an essential 
image processing tool for adaptive radiotherapy and image guided radiotherapy, and the three-
dimensional (3D) nature of the current radiotherapy techniques requires a 3D quantification of the 
registration error that existing evaluation methods do not cover appropriately. The authors present a 
method for 3D evaluation of nonrigid registration algorithms' performance, based on organ delin-
eations, capable of working with near-spherical volumes even in the presence of concavities. 
Methods: The evaluation method is composed by a volume shape description stage, developed 
using a new ad hoc volume reconstruction algorithm proposed by the authors, and an error quan-
tification stage. The evaluation method is applied to the organ delineations of prostate and seminal 
vesicles, obtained by an automatic segmentation method over images of prostate cancer patients 
treated with intensity modulated radiation therapy. 
Results: The volume reconstruction algorithm proposed has been shown to accurately model com-
plex 3D surfaces by the definition of clusters of control points. The quantification method, inspired 
by the Haussdorf-Chebysev distance, provides a measure of the largest registration error per control 
direction, defining a valid metric for concave-convex volumes. Summarizing, the proposed evalu-
ation methodology presents accurate results with a high spatial resolution in a negligible computa-
tion time in comparison with the nonrigid registration time. 
Conclusions: Experimental results show that the metric selected for quantifying the registration 
error is of utmost importance in a quantitative evaluation based on measuring distances between 
volumes. The accuracy of the volume reconstruction algorithm is not so relevant as long as the 
reconstruction is tight enough on the actual volume of the organ. The new evaluation method 
provides a smooth and accurate volume reconstruction for both the reference and the registered 
organ, and a complete 3D description of nonrigid registration algorithms' performance, resulting in 
a useful tool for study and comparison of registration algorithms for adaptive radiotherapy. 
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I. INTRODUCTION 
Nonrigid image registration is an essential tool for the devel-
opment of adaptive radiotherapy, since it allows carrying out 
morphological comparisons in the presence of anatomic 
variations for therapy monitoring.1 It is a more general ap-
proximation than widely used methods such as rigid or affine 
registration, but it requires a more complex methodology and 
a larger computational effort.2 
Several nonrigid registration algorithms have been 
developed and its application on adaptive radiation therapy 
tested.4-8 However, the evaluation of their performance is 
especially difficult since point-to-point correspondence be-
tween both images is usually unknown. A real gold standard 
to evaluate the performance of the algorithms does not exist. 
Previous efforts to objectively evaluate and compare the per-
formance of image registration algorithms using standard 
evaluation criteria have been made. There are some general 
projects focused on validation of nonrigid registration algo-
rithms. Fitzpatrick et al.9 centered their efforts on the evalu-
ation of multimodal rigid registration accuracy, while Baril-
lot et al.10 worked on intersubject brain registration. 
"NIREP,"11 led by Christensen tried to cover all the range of 
registration algorithms. Other validation tools for three-
dimensional (3D) objects' segmentation such as "Valmet,"12 
led by Gerig, are used for evaluation of nonrigid registration 
algorithms. 
The three-dimensional nature of the radiotherapy process 
requires a full 3D description of the variations in the volume 
segmentations in order to localize the regions where manual 
or automatic segmentations have more differences and to 
compute the range of these variations in each region. Thus, 
the value of a distance or an overlapped volume is not 
enough. Remeijer et al.13 approached the problem through a 
general methodology for the analysis of the variations in the 
delineations developed by various specialists on multimodal 
images although the method presents an important limitation: 
It is useful only for convex volumes, so realistic reconstruc-
tions of the organs are excluded. Mageras et al.14 drew in-
spiration from this past work to evaluate a registration algo-
rithm applied over lung cancer images, defining a new metric 
that allows measuring the error on convex-concave volumes. 
The metric proposed measures the furthest (but not necessar-
ily the largest) error from the center of reference for every 
control direction. Finally, Foskey et al.1 applied a similar 
method to evaluate a registration algorithm applied over 
prostate cancer images. 
The aim of this research work is to improve the previ-
ously mentioned methodologies for quantitative evaluation 
of nonrigid image registration algorithms' performance,13-15 
achieving an accurate measure of the registration error for 
both convex and concave-convex volumes and describing 
realistic reconstructions of human organs. 
II. MATERIALS AND METHODS 
The evaluation methodologies used by Mageras14 and 
Foskey1 are inspired by the methodology proposed by 
Remeijer,13 and follow the same structure: A volume shape 
description stage, where the volume of the reference and the 
registered organs are reconstructed from the axial contours 
and quantified in terms of scalar samples of the 3D volume; 
and an error quantification stage that measures the distance 
between both reconstructions using a predefined metric. 
Nevertheless, only the original work explains completely 
the methodology, describing both stages, so it will be the one 
taken as reference. In this paper we describe our proposed 
methodology, composed by an innovative 3D reconstruction 
algorithm and a new error metric. 
II.A. Volume shape description 
II.A.1. Frame of reference 
The general methodology proposed in Ref. 13 covers in-
termodality, interspecialist, and intraspecialist error, offering 
a statistical model of each component. The evaluation meth-
odologies used in Refs. 14 and 15 and also the one presented 
in this paper are proposed for evaluating the performance of 
automatic algorithms applied over the same patient during a 
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FIG. 1. (a) The original contour, formed by the darkest points, is interpolated 
in order to obtain a maximum variation of 1 pixel in both the horizontal and 
the vertical axis. The positions of these new points are rounded off, finding 
the locations of the pixels crossed by the contour (lightest points), (b) The 
automatic landmarks, represented by black circles, are extracted by elimi-
nating redundant information. 
treatment, using the same image modality, thus making 
easier the definition of the frame of reference. 
The bones of the patient define a solid and static frame of 
reference but, despite the efforts of the radiotherapy techni-
cians, the reproducibility of the positioning of a patient in 
each session is not perfect. Therefore a rigid registration of 
the bony structures is applied in order to obtain a common 
frame of reference for all the patient's images. 
II.A.2. Preprocessing 
The contours of the organs of interest in radiotherapy are 
described in each axial slice by manual landmarks linked by 
cubic interpolation. Since the current version of our recon-
struction algorithm only works using linear interpolation, 
some automatic landmarks are computed in order obtain a 
new set of contours as similar as possible to the original 
contours. The whole process can be explained using Fig. 1. 
The original contour, formed by the points filled in blue, is 
interpolated in order to obtain a maximum variation of 1 
pixel in the horizontal axis and the vertical axis. The posi-
tions of these new points are rounded off, finding the loca-
tions of the pixels crossed by the contour (points filled in 
green). Finally, the automatic landmarks (points outlined by 
black circles) are extracted by eliminating redundant infor-
mation. Future developments of the algorithm will include 
cubic interpolation, and the preprocess step will be unneces-
sary. 
Moreover, the organ's center of gravity is computed by 
averaging the position of the points of the volume enclosed 
by the contours. 
II.A.3. Organ shape description 
Volume shape is quantified in terms of scalar samples of 
the 3D volume. Therefore, the target volume is quantified by 
sampling the distance between a center of reference, beneath 
the organ's surface, and the surface of the organ for a large 
number of control directions defined by a uniform latitude 
and longitude division. If the number of directions is suffi-
cient, the distance between samples of the surface will be 
enough to provide an adequate description of the organ. This 
methodology is useful for near-spherical volumes such as 
some of the human organs: Brain, heart, bladder, prostate, 
lungs, kidneys, liver, etc. On the other hand, the description 
of tubular structures such as vessels, intestines, or long bones 
would require the description reference axis instead of a cen-
ter of reference. 
In order to know the number of control directions needed 
in each case the relation between them and the spatial reso-
lution obtained has been computed. Let us suppose longitude 
I 
The number of control directions JV=360X 180/<52 is well 
defined, while the argument of the arccosines is greater than 
zero. This is achieved in any case since d is always greater 
than A, as well as it tends to zero when <p tends to ±ir/2. 
The proposed algorithm,16 named "Origami," is based on 
the folding of space, like a piece of paper in the Japanese 
ancient art of origami, and consists on the combination of 
two bidimensional analyses of the volume of the organ in-
stead of a single 3D one. The result of the reconstruction is a 
cluster of control points above the surface of the organ. It is 
composed of the following main steps: 
• All contours drawn on axial slices are represented on a 
single plane and intersected by a set of control direc-
tions defined by a 9 angle, centered on the projection of 
the point of reference on said plane [see Fig. 2(a)]. The 
intersections are fast and efficiently computed by solv-
ing the line-segment problem in 2D for every contour 
and every control direction. As a result, the dimension-
ality of the problem is reduced and the current 2D frame 
of reference is homogeneously divided into polar coor-
dinates. 
• A set of contours perpendicular to the axial ones (called 
radial contours in order to distinguish both types) is 
constructed in order to obtain a description of the vol-
ume in the interslice gaps. First, the intersection points 
between each control direction and every axial contour, 
which are described in 2D only, are raised to the height 
of the axial contour they belong to, adding a third co-
to, latitude <p, and two adjoining points separated by an in-
crement in angle 8, described by the radius r\ and rl, and by 
a distance d (or spatial resolution). In the case of a latitude 
increase, the values w and <p are irrelevant for the solution of 
the problem; but in the case of a longitude increase, keeping 
the latitude value constant, the value <p affects to the solu-
tion. Solving the triangle problem formed by both radius and 
the segment d that linked both, we obtained a formula for the 
increment in angle. 
ordinate for each point and thus returning to a 3D prob-
lem. Each radial contour is associated to the intersec-
tions of a 9 angle and its opposite (180°+#) [see Fig. 
2(b)]. This step connects every axial slice of the volume 
with its neighbors, creating a very smooth and realistic 
volume without eliminating any small concavities of the 
organ. It is equivalent to the rendering of other methods 
but does not compute any enveloping surface. 
• The new set of contours is represented on a single plane 
by folding down along a vertical axis sited on the center 
of reference [see Fig. 3(a)], reducing again the dimen-
sionality to a 2D frame of reference. Next, the radial 
contours are intersected by a new set of radial rays de-
fined by a <p angle [see Fig. 3(b)] and centered on the 
projection of the center of reference on the plane. 
• The volumetric coordinates of every surface point are 
extracted from the 9 angle of the radial plane, and the <p 
angle and p from the set of radial rays. 
II.B. Error quantification 
The metric proposed is inspired by the Haussdorf-
Chebysev metric, which defines the largest difference be-
tween two contours. Given two contours A and B, the mini-
mum distance between each point in A and every point of 
contour B is computed in the first place. The maximum of 
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FIG. 2. (a) 2D projection of the axial contours of a prostate and seminal vesicles and the intersection points of a control direction, (b) 3D representation of the 
axial contours and the reconstructed "radial" contour. 
these values is chosen as "the worst case." The Haussdorf-
Chebysev metric is not symmetric, therefore, d(A,B) 
¥=d(B,A), so finally, the metric is defined as D(A,B) 
= ma.x(d(A,B),d(B,A)). 
Haussdorf-Chebysev metric requires a lot of computing 
time since it is necessary to compare each point from one 
contour to every point of the other. 
Since our interest is focused on a given distance value per 
control direction, and not a single distance value between 
two volumes, we have to define a new metric. Given two 3D 
FIG. 3. (a) 3D representation of the axial contours of the same prostate and seminal vesicles, (b) 2D projection of the radial contours and its intersection points 
with the control directions. 
reconstructions A and B, defined as two set of dense clusters 
of points over the organ's surface, the minimum distance 
from each point of A to B is easily computed finding the 
nearest point from B. This metric, as the original Haussdorf-
Chebysev metric, is nonsymmetric, so the final metric is 
computed as da=mnx(minbeB d(aa,b),mmaeA d{a,ba)) for 
any given control direction a. In case that a control direction 
intersects a contour in more than one point, the computed 
distance has to take into account all the intersections (see 
Fig. 4). 
(b) 
\ Control direction p 
* Control direction a 
FIG. 4. Definition of the proposed error quantification metric. The error 
value is computed as the maximum value of the distance between the con-
tours, measured in the intersection points between the contours and the 
control direction. 
The proposed quantification method is similar to the 
method proposed in Ref. 9 for error quantification, being also 
insensitive to the location of the template organ's surface 
relative to the reference surface, but offering the maximum 
error value for each control direction instead of the furthest 
error from the center of reference. The relevance of this dif-
ference is stated in Fig. 5, where two contours of a volume, 
similar to a prostate and the seminal vesicles, are shown: The 
reference contour exhibited as a thin dotted line and the ref-
erence contour as a dashed line. The contours match remark-
ably well, but the concavity formed by the joint representa-
tion of the prostate and the seminal vesicles and the 
concavity close to the apex show small inaccuracies. In this 
case, the metric proposed in Ref. 14 will result in a perfect fit 
for both control directions since the furthest errors, measured 
at the furthest intersection points (pointed by white arrows), 
are close to zero. Nevertheless, our metric measures the dis-
tance between the volumes in every intersection point be-
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FIG. 5. Representation of a manual delineation (solid line) and an automatic 
delineation (dashed line) of a prostate and seminal vesicles. The furthest 
errors for the selected control directions are close to zero, offering a false 
idea of a perfect fit between delineations. The proposed metric will offer a 
better description of the error distribution in these cases. 
tween the control direction and the organs. The distances are 
represented by arcs with center in the intersection points, 
while the black arrows point at the intersection points asso-
ciated to a maximum distance. 
This metric, like the Haussdorf-Chebysev metric, requires 
a lot of computations since it compares each point of one 
contour to every point of the other. In order to speed up the 
computation process our algorithm supposes that the mini-
mum distance between volumes for a given control direction 
is located between points with similar latitude and longitude. 
Thus, the search is restricted to a margin of ±45° in longi-
tude and latitude centered in the point's coordinates, reduc-
ing the computing time to a quarter. The point of minimum 
distance has always been inside this margin in the cases of 
study. 
II.C. Nonrigid registration algorithm 
The evaluation methodology has been tested evaluating 
the results of an algorithm similar to the one used in Ref. 4. 
It is an intensity-based algorithm relying on the concept of 
optical flow proposed by Thirion.17 
The deformation vector field computed by registering the 
anatomical images is applied to a 3D binary image formed 
selecting the voxels bounded by the manual segmentation of 
the prostate and seminal vesicles. Thus, an automatic seg-
mentation of the organ of interest is obtained. The contours 
are easily extracted by selecting automatic landmarks on 
each slice of the transformed binary image. More specifi-
cally, the landmarks selected are the origin and the end of 
each straight line on every slice. Error values are computed 
comparing the obtained automatic delineation and a control 
manual one. 
II.D. Visualization 
The organ shape and the error measurements can be plot-
ted over the surface of a sphere, resulting in a distance map. 
In this paper, distance spherical maps are represented using 
the equidistance cylindrical projection, showing the longi-
tude in the horizontal axis, the latitude in the vertical axis, 
and the error values, in millimeters, using a color scale. 
Moreover, isodistance curves are added in order to facilitate 
the comprehension of the results. 
Since the image position protocol implies that the patients 
are all scanned in a consistent orientation, different radial 
distance maps can be compared directly, and average maps 
can be computed point by point. Average maps using a sig-
nificant number of cases will show relevant information 
about the performance of the registration algorithm, detect-
ing the problematic regions. 
Nonrigid registration evaluation was applied to CT im-
ages of radiotherapy treatments performed on four patients 
undergoing intensity modulated radiation for prostate cancer. 
Contours of the prostate, bladder, rectum, skin, and femoral 
heads were manually drawn on plan and control CT scans by 
the same physician, but only the prostate and seminal 
vesicles contours were used for evaluation of the nonrigid 
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FIG. 6. Polar map representation of the surface of a prostate and seminal vesicles. The main regions and the A-P axis are indicated. 
algorithm performance. A representation of a mean prostate 
and seminal vesicles, and their enhanced principal regions, 
are shown in Fig. 6. 
CT scans were obtained with a Toshiba Asteion CT 
(Toshiba Medical Systems, Japan) and the radiotherapy treat-
ment plans were developed using a XIO 4.34.02 (Computer-
ized Medical Systems, USA) treatment planning system. CT 
scans are composed by 40 slices of 512 X 512 pixels with a 
spatial resolution of 0.937 X 0.937 X 3 mm3, and organs of 
interest are around 100X100X20 voxels on average. 
The algorithms are developed and optimized using MAT-
LAB R2007b and executed on a dual core 3 GHz system with 
4 GB RAM, using a 64 bit operating system. 
III. RESULTS AND DISCUSSION 
The evaluation methodology proposed, like the similar 
previous ones, is formed by a volume shape description stage 
and an error measure stage. This research work tries to im-
prove previous results in both stages proposing a new vol-
ume reconstruction method and a new metric. This section 
has been divided into three subsections: Sec. Ill A shows the 
capability of the methodology of representing the common 
registration errors; Sec. Ill B compares the results of our pro-
posed metric to the results of previous metrics, showing the 
distribution and magnitude of the differences between met-
rics; and finally, Sec. Ill C is focused on the reconstruction 
algorithm used. 
Both the reconstruction algorithm and the error quantifi-
cation metric proposed are highly dependent on the number 
of control directions and the spatial resolution desired, but 
also both methods are fast enough to offer accurate results in 
few seconds. The computing time evolution of the global 
evaluation method and the reconstruction algorithm are 
shown in Table I. The computing time of the reconstruction 
algorithm is linearly dependent on the number of control 
directions. On the other hand, the global evaluation time has 
quadratic dependency on the number of control directions. 
Results with a great spatial resolution can be computed using 
an angular increase of Io or 1.5° in a few seconds, negligible 
in comparison with the registration time, which is always 
between 10 and 15 min. 
We have chosen an angular resolution of 8= 1 ° for every 
case, which leads to 64 800 control directions. This could 
lead to very different spatial resolutions depending on the 
orientation of the surface of the organ. Where the surface's 
vector is almost parallel to the control direction, two contigu-
ous points will have very similar values of radius leading 
to a great spatial resolution, i.e., rl = 30.2 mm and 
r2 = 29.8 mm results into a spatial resolution of 0.66 mm in 
that part of the volume. On the contrary, where the surface's 
vector is almost perpendicular to the control direction two 
contiguous points may have very different values of radius, 
leading to a poor spatial resolution, i.e., rl = 32 mm and 
r2 = 28 mm results into a spatial resolution of 4mm. 
III.A. Error visualization 
A case study has been selected as an example of common 
registration errors in order to highlight the advantages of the 
proposed methodology. Figure 7 shows the axial view (left), 
TABLE I. The reconstruction time is linearly dependent on the angular reso-
lution. On the other hand, the evaluation time has a quadratic dependency on 
the angular resolution. 
Angular 
increase 
S 
10 
6 
3 
2 
1.5 
1 
0.66 
0.5 
Number 
of control directions 
648 
1800 
7200 
16 200 
28 800 
64 800 
115 200 
259 200 
Evaluation 
time 
(s) 
0.231 
0.236 
0.365 
0.741 
1.811 
8.236 
26.955 
140.371 
Reconstruction 
time 
(s) 
0.046 
0.048 
0.053 
0.073 
0.081 
0.092 
0.165 
0.274 
FIG. 7. Axial (left), sagittal (middle), and coronal (right) views of the study of patient 1. The manual delineation (blue) and the automatic delineation (red) are 
superposed. The main inaccuracies seem to be located on the prostate-bladder interface. 
the sagittal view (middle), and the coronal view (right) of the 
session study of the patient. The manual delineation (blue) 
and the automatic delineation (red) are superposed. The use 
of a combination of an axial, a sagittal, and a coronal view 
can offer a preliminary idea of the delineation similarity, but 
it is necessary to choose the correct slices for each view. 
Even then, a global view of the error distribution cannot be 
obtained since the visualization of the delineations is limited. 
The use of a single 2D polar map representation allows the 
visualization of the same information that the representation 
of all the axial, sagittal, and coronal views of the organ, but 
facilitates the analysis of the information. 
In the case study, both delineations are quite close, but 
some differences can be detected studying the images. While 
both apices have quite good matching, the automatic delin-
eation of the prostate-bladder interface and the concavity 
formed by the pressure of the rectum on the prostate is quite 
different from the reference delineation, as can be seen in 
different axial and sagittal views. The inaccuracies on the 
prostate-bladder interface are very common even comparing 
different manual delineations. 
The results of the proposed evaluation methodology, 
shown in Fig. 8, allow a proper measure of the distance 
between the delineations, offering a quantitative evaluation 
of the automatic algorithm. In the case study the polar map 
shows a very good fit in the apex region (-90° < <p<-60°) 
and a small error of 3 mm in the prostate-bladder interface 
(30°<<p<60° and -180° < 0<O°). Nevertheless, the dis-
tance between segmentations around the seminal vesicles, 
and even at the concavity formed by the rectum pressure 
over the prostate, grows to 4-9 mm. 
III.B. Error metric 
The error distributions obtained using our metric and the 
one proposed in Ref. 14 are quite similar, but the inaccura-
cies on the modeled concavities result in some differences, as 
was explained in Sec. IIB. 
The polar map of Fig. 9 shows the distribution and mag-
nitude of the differences between our metric and the metric 
proposed in Ref. 14. These differences affect more than 2% 
of the polar map, and concentrate around the concavities near 
the seminal vesicles and the apex as shown before in Fig. 5. 
Moreover, the maximum value is over 4 mm, almost half of 
the maximum error value in the case study. 
These results imply that our proposed metric detect errors 
in the delineation's matching at some control directions that 
previous metrics classify as a perfect matching. 
III.C. Volume reconstruction 
The influence of the volume reconstruction algorithm on 
the final results is limited because the evaluation of a regis-
tration algorithm is based on the sum of various individual 
cases, and the small errors are smoothed. If the volume re-
construction algorithm is able to model the concavities of the 
organ, such as the marching cubes algorithm or the marching 
tetrahedrons algorithm, the error distribution is quite similar 
in both cases. Figure 10 shows the average error distribution 
using the Origami algorithm (left) and using the marching 
tetrahedrons algorithm (right) over all the cases of study. The 
differences between error distributions are below 2 mm, and 
FIG. 8. Polar map of the error distribution in patient 1. The polar map allows 
a proper measure of the distance between the delineations, offering a quan-
titative evaluation of the delineation algorithm. 
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FIG. 9. Polar map of the differences between the proposed metric and the 
metric proposed by Mageras (Ref. 14). These differences affect more than 
2% of the polar map and are concentrated around the concavities. 
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FIG. 10. (a) Polar map of the average error distribution using the Origami algorithm, (b) Polar map of the average error distribution using the marching 
tetrahedrons algorithm. The differences between error distributions are basically due to the stairlike reconstruction that results from the application of the 
marching tetrahedrons algorithm to the nonsmoothed segmented volumes. 
it is basically due to the stairlike reconstruction that results 
from the application of the marching tetrahedrons algorithm 
to the nonsmoothed segmented volumes. 
The main advantages that Origami offers compared to 
marching tetrahedrons is that the reconstructions are 
smoother (due to the linear interpolation between slices de-
veloped in Origami), and it is achieved faster. Marching tet-
rahedrons compute an evolving surface formed by hundreds 
of thousands of triangles, and the intersection between these 
triangles and a high number of control directions needs a lot 
of computation time and RAM resources. Origami does not 
compute any evolving surface, so the reconstruction time is 
below 0.1 s on average for an angular resolution of <5=1°, 
while marching tetrahedrons needs almost 3 s on average for 
the same case. 
The results show that the main average registration errors 
are present around the seminal vesicles, the apex and the 
prostate-bladder interface. These results are consistent with 
the known difficulty of accurately delineating the seminal 
vesicles, detecting the interface between the prostate and the 
bladder and the location the apex. 
IV. CONCLUSIONS 
The evaluation method presented in this paper provides a 
smooth, fast, and accurate volume reconstruction, a measure 
of the maximum error per control direction valid for concave 
and convex volumes, and a complete 3D description of non-
rigid registration algorithm's performance. As a result, the 
evaluation methodology is a useful tool for the study and 
comparison of registration algorithms for adaptive radio-
therapy. 
Origami is a fast and accurate reconstruction algorithm 
that offers smooth reconstructions with a great spatial reso-
lution in much less than a second. Nevertheless, experimen-
tal results show that the accuracy of the volume reconstruc-
tion algorithm is only relevant up to a certain extent. Due to 
the smoothness caused by the sum of every case, the error 
added by the reconstruction in each case will be negligible as 
long as the reconstruction algorithm is capable of modeling 
concavities and convexities. As a result, other reconstruction 
algorithms, such as marching cubes or its evolution marching 
tetrahedrons, will be as valid for this purpose as Origami. 
The metric selected for quantifying the registration error has 
been shown of utmost importance in a quantitative evalua-
tion based on measuring distances between volumes. Radial 
distance and similar metrics are not valid for the evaluation 
of concave-convex volumes, distorting the error distribution 
and leading to an incorrect definition of the problematic re-
gions. We have defined an error metric based on the 
Haussdorf-Chebysev distance that offers a consistent mea-
sure of the maximum error per control direction and im-
proves the results of previous similar metrics. 
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